[Shunt evoked potentials. Objective significance for hearing aids].
A method first described in 1978, and improved since that date, is a reliable mean of assessing gain in hearing from prosthetic aids by the use of brain stem early auditory evoked potentials. The type of signal used with the prosthesis must be the click and click type with a high-pass filter, and the principle of shunt potentials must be applied.